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Abstract
Background: The use of multislice computed tomography (MSCT) is increasing
worldwide; at the same time, there is a growing awareness of the future risk of cancer associated
with greater exposure to radiation. Therefore, there is a need for an accessible method of effective
dose estimation. This study aims to estimate the effective doses (EDs) of a variety of paediatric
computed tomography (CT) examinations in five age groups using recently published age- and
region-specific dose length products (DLPs) as effective dose conversion coefficients.
Methods: A retrospective review was performed over a 12-month period. Patients were
assigned to one of five age groups: neonatal, 1-, 5-, 10- and 15-years-old. Age- and region-specific
conversion coefficients were applied to the DLP data displayed on the CT console in order to
estimate the ED.
Results: Over the 12-month period, there were a total of 283 CT scans, 211 of which were
selected for study. The ED estimates for plain CT brain scans in neonatal, 1-, 5-, 10- and 15-yearolds were 2.5, 1.5, 1.4, 1.3 and 0.8 mSv, respectively. For the corresponding CT abdominal scans,
the results were 18.8, 12.9, 7.8, 8.6 and 7.5 mSv; these were the highest values recorded. Highresolution CT (HRCT) temporal scans showed EDs of 2.9, 1.8, 1.5 and 1.1 mSv in 1-, 5-, 10- and
15-years-old, respectively. CT scans of the helical thorax had an estimated ED of 4.8, 4.2 and 7.0
mSv in 5-, 10- and 15-years-old, respectively.
Conclusion: An inverse relationship between age and effective dose was demonstrated
in CT scans of the brain and abdomen/pelvis. In general, our study showed lower overall EDs
compared to other centres.
Keywords: simple dose estimation, conversion coefficient, paediatric CT, dose length product, effective dose

Introduction
Multislice computed tomography (MSCT)
is valuable for essential imaging modalities.
With advances in technology, the use of MSCT
in children is increasing worldwide (1). The
use of computed tomography (CT) in adults
and paediatrics has increased 8-fold since the
1980s, with annual growth estimated to be
approximately 10% per year (2, 3). Further, CT
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contributes approximately 50% of the collective
effective dose of radiation from medical imaging
in adults, and 11% in children (2). At the same
time, there is growing awareness of the potential
future risk of cancer associated with the increase
in exposure.
The National Academy of Sciences BEIR VII
report estimates that an examination of 10 mSv
increases the lifetime risk of cancer, both fatal
and non-fatal, by approximately 1 in 1000 (4).
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Children are undoubtedly more radiosensitive
than adults are, and they have a longer life
expectancy, which results in a larger window
of opportunity for the expression of radiation
damage. Therefore, radiologists must understand
radiation doses and the risks associated
with CT to optimise protocol examinations,
and communicate effectively with referring
physicians.
A variety of CT dose parameters have been
used to provide useful information about the
dose received by a patient. The most useful
parameter currently used is the effective dose
(ED). This is defined by the International
Commission on Radiological Protection (ICRP)
as the sum of the absorbed dose of radiation
across all tissues and organs in the body,
weighted according to their sensitivity (5, 6).
Understanding the effective dose of a radiological
examination enables comparisons with other
imaging modalities and natural background
radiation (6). This information can be useful
during discussion with patients, medical staff,
ethics committees and research volunteers.
There are many ways to estimate the
ED in CT. The gold standard uses Monte
Carlo simulation tools with anthropomorphic
phantoms. Another method uses ImPACT CT
dosimetry software (7). This software uses the
scanner model, tube voltage and scan type to
select an appropriate Monte Carlo data set.
Current CT scanners provide dosage information,
including CT dose indices (CTDIvol, mGy) and
dose length product (DLP, mGy.cm), for each
prescribed scan series. This console-displayed
DLP can also be used to estimate the ED
when multiplied by an appropriate conversion
coefficient derived in medical physics.
In 2008, Thomas and Wang used ED
conversion coefficients derived from the old
ICRP 60 publication (8, 9). Then in 2010, Deak
et al. introduced new age-specific conversion
factors, derived from the new ICRP 103, which
are more accurate for children of different ages
(10).
To our knowledge, no previous studies have
been reported in Malaysia using this method
to estimate the ED of CT in the paediatric
population. This study acts as a baseline for
future reference, which can be helpful when
developing dose reduction strategies. Thus,
the goal of this study is to use these new agespecific conversion factors to estimate the EDs
of a variety of paediatric CT examinations at our
institution. Specifically, we aim to:

i.

estimate the ED for a variety of CT paediatric
protocols using console-displayed DLP data
and age-specific conversion factors;

ii. determine the EDs of the most frequently
performed CT examinations: CT head,
CT thorax, CT abdomen/pelvis and high
resolution CT (HRCT) temporal scans;
iii. determine the EDs of less frequent CT
examinations:
neck/cervical
spine,
orbit, paranasal sinus (PNS) and threedimensional (3D) cranial scans; and
iv. compare the estimated EDs with published
paediatric data from around the world.

Materials and Methods
This is a clinical audit of all the CT scans
performed for paediatric patients in our
department at Universiti Kebangsaan Malaysia
Medical Centre (UKMMC) using a Siemens
Somatom Sensation 64-slice scanner. It involves
a retrospective review of all the paediatric CT
scans that were conducted between January and
December 2012.
A total of 211 paediatric patients aged
16 years or less, who were referred to our
department for a CT scan and may provide
appropriate DLP data according to body region,
were included in this study. A further 72
patients were excluded because their DLP data
was absent or inappropriately recorded, either
by summation across body regions or across
individual protocols.
The CT machine used throughout this study
was the Siemens Somatom Sensation 64-slice
scanner. The basis of the DLP calculations for
this scanner was established by an assigned
consultant from Siemens Malaysia. For this
scanner, the dosimetry methodology is based on
the region of CT examination; 16 cm phantom
data for all head CT scans and 32 cm phantom
data for all body scans, independent of the field
of view (FOV) and patient age (11, 12).
Therefore, the paediatric body DLP values
that were calculated based on the adult 32 cm
phantom had to be multiplied by a factor of
two, before the age-appropriate conversion
coefficient was applied (8, 11, 13, 14). This gave
a similar value to the DLP estimate based on
the 16 cm phantom. Conversion coefficients
for paediatric head examinations were based
on a 16 cm phantom, as for adults. Thus, the
console-displayed DLP values did not require an
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additional multiplication factor. This was further
confirmed by the CT scanner vendor.
Paediatric patients were considered to be
those up to 16 years old, following the general
guidelines for the age of paediatric patients
(12). Patients were assigned to five age groups
for the application of age-specific conversion
coefficients: newborn to 3 months (0 years), 4
months to 2 years 11 months (1 year), 3 years to
7 years 11 months (5 years), 8 years to 14 years 11
months (10 years) and 15 years and older (adult).
Patient scan details had been previously
recorded in the departmental CT logbook. The
following data were collected: patient age,
examination protocol (anatomical regions,
single/dual phase) and console-displayed DLP
values. For multiregion CT examinations, each
region-specific DLP was recorded. For example,
chest/abdomen/pelvis CT scans were performed
as a single examination without anatomical
overlap, but with a transition in the tube current
at the dome of the liver. Two separate DLP values
were generated by the scanner software for the
chest and abdomen/pelvis components.
Similarly, if two separate protocols were
performed involving the same body region (for
example, CT brain plain followed by contrast)
then the DLP values for the two components
were recorded separately, enabling dose data for
each protocol to be assessed. The CT protocols
and scanning parameters recommended by the
Siemens guidelines were followed accordingly
(15). Scans were reviewed on the PACS system
if there was any uncertainty regarding the scan
protocol, or if significant deviation from our
standard protocols was suspected.
Data were recorded in a Microsoft Excel
spreadsheet. The data collection represented a
non-random sampling of all the records gathered
over a designated period. We provided the mean
and standard deviation of the DLPs and EDs that
were calculated for each age group and respective
standard protocol.

Results
This retrospective review of all paediatric
CT examinations yielded information on a total
of 283 CT protocols performed. In 42 cases, the
DLP data were not recorded, and 27 cases were
excluded as they were recorded as a summation
across a bodily region. Additionally, three
other cases of CT extremities were excluded, as
there were insufficient appropriate extremity
conversion coefficients.
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The complete DLP data available for 211
protocols consisted of 93 neuroradiology and 118
body scans. The patients’ ages ranged from 1 day
to 16 years, with a mean of 8.3 years.
Age and Frequency Distribution
The age distribution of the paediatric CT
examinations showed that the 10-years-old
group (from 8 years to 14 years and 11 months)
accounted for 44% of the total examination. As
expected, the fewest examinations were done for
the 0-years-old group (newborn to 3 months).
The majority of the examinations were CT
brain (49%) scans, followed by CT temporal
(14%), CT thorax (11%), CT abdomen (9%)
and CT spine (6%) scans. Less frequent CT
examinations, which account for the remaining
11%, included CT neck, CT extremities, CT orbit
and CT thorax/abdomen/pelvis scans.
Types of CT Scan with DLP and ED Data
We concentrated on four major CT
examinations that were frequent in this
population when describing the DLP and ED
data: CT brain (plain), abdomen/pelvis, HRCT
temporal and CT helical thorax scans. We do not
describe the DLP and ED of the less frequent CT
examinations in this paper.
The most frequently performed CT
examinations are CT brain scans, followed by
high resolution CT (HRCT) scans of the temporal
region and abdomen/pelvis and CT scans of the
thorax. Table 1 shows the mean and standard
deviation of the DLP, and the calculated ED
estimates for each age group. There were no
patients in the 0-years-old group for HRCT
temporal scans or the 0- and 15-years-old groups
for CT helical thorax scans. Only one patient in
the 1-year-old group had a CT thorax scan, thus
the standard deviation could not be calculated.
The mean estimated ED for plain CT brain
scans ranged from 2.5 mSv in a neonate to 0.8
mSv in a 15-year-old. As expected, the plain and
contrasted CT brain scan was associated with
double the effective dose of the plain CT brain
scan. The ED for CT temporal scans ranged from
2.9 mSv in a 1-year-old to 1.1 mSv in a 15-yearold. The CT abdomen/pelvis scans showed a
wide range of EDs from 18.8 mSv in a neonate to
7.5 mSv in a 15-year-old.
There was an inverse proportional
relationship between age and ED for CT brain,
HRCT temporal and CT abdominal scans
(Figure 1). On the contrary, there was no clear
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Table 1. DLP and effective dose estimates for CT head, abdomen/pelvis, HRCT temporal and CT
thorax
CT examinations
Head (P)

Abdomen/Pelvis

HRCT temporal

Helical thorax

Patients
Total patients (N)

Age (years)

No. of
patients
(n)

118

0

25

30

24

DLP (mGy cm)

ED (mSv)

Mean

SD

Mean

SD

28

289

31.2

2.5

0.26

1

13

290

94.4

1.5

0.49

5

12

383

75.5

1.3

0.27

10

43

495

144.9

1.2

0.39

15

22

422

91.3

0.8

0.16

0

3

234

25.4

18.8

2.01

1

4

230

74.2

12.9

5.58

5

7

216

92.5

7.8

2.81

10

6

303

168.5

8.6

5.79

15

5

418

44.0

7.5

2.37

0

0

0

0

0

0

1

16

551

114.8

2.92

0.61

5

7

526

256.1

1.79

0.89

10

5

543

171.3

1.47

0.46

15

2

579

NA

1.10

0.00

0

0

0

0

0

0

1

1

102

NA

4.76

NA

5

13

137

80.6

4.20

3.21

10

10

310

72.5

7.02

1.71

15

0

0

0

0

0

relationship between age and ED for CT thorax
scans.
We found that a few of the CT abdomen/
pelvis examinations included a delay scan in
the pelvic region. This caused a significant
increase in the ED measurement. During this
study period, 9 of the 25 patients who had CT
abdomen/pelvis examinations had a delay scan
in the pelvis. The additional EDs were calculated
and they varied from 1.1 to 5.7 mSv (Figure 2).
An example of a case with a different CT dose
performed at two different times is described in
Figure 3.

Discussion
The
console-displayed
DLP
values
are
estimates
based
on
standardised
dose
measurements.
The
weighted
CT
dose index (CTDIw) is identified by the
manufacturer for each scanner model using
polymethylmethacrylate cylinder phantoms of
standardised sizes, usually a 16 cm diameter
head phantom and a 32 cm body or torso

phantom. The scanner software uses these data,
in association with technical parameters for
an individual scan and the length of coverage
prescribed by the radiographers, to generate a
DLP estimate (6–10, 15).
Effective dose (ED) estimates can be derived
from the DLP using appropriately normalised
coefficients; E = EDLP × DLP, where EDLP is a
region-specific dose conversion coefficient
expressing the effective dose normalised to the
DLP in a standard CT dosimetry phantom (mSv.
mGy-1.cm-1) (16).
Shrimpton et al. derived an age and regionspecific DLP for ED conversion coefficients
using Monte-Carlo simulations in a family of
mathematical phantoms (neonatal, 1-, 5- and
10-years-old) (13). These coefficients are used
in children of various ages for head, neck, chest
and abdomen/pelvis examinations. The MonteCarlo computations were based on three models
of scanners, representing the first generation
of CT scanners, and the conversion factors
were computed based on the old ICRP 60
recommendations (5).
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Effective Dose (mSv)

Effective Dose (ED) Estimates for Four Different
CT Protocols in Children

Age Group

Total ED (mSv)

Figure 1. Estimation of ED for four different CT protocols in children

Number of Patients

Figure 2. Additional EDs for delay scans in the pelvis during CT abdominal examinations
There is an important difference between
children and adults in CT dosimetry; the energy
imparted to the centre of a smaller paediatric
body is higher than that imparted to the centre
of a larger adult body for the same exposure.
Consequently, the organ doses and EDs are
higher in children than in adults, and the
younger the child, the greater the increase (17).
Studies in medical physics literature consider
the 16 cm phantom to be a closer approximation
to paediatric chest and abdomen size than the
32 cm phantom for paediatric body dosimetry.
There is less disparity in the size of paediatric
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and adult heads, so it is generally considered
acceptable to use the 16 cm phantom for head CT
scans at all ages (13, 14).
There is a wide range of EDs in paediatric
CT scans across all age groups. Low dose
protocols mainly pertain to head and facial bone
CT scans, while high dose protocols pertain to
CT scans of the abdomen and pelvis. The higher
organ doses in younger children mean that
the conversion coefficients for a neonate are
approximately five times greater for the head,
and three times greater for the body, than for a
15-year-old (8).
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Our study demonstrated an inverse
relationship between the ED and age for CT brain
and CT abdominal scans, similar to the Canada
study (9). The results of the CT thorax scans were
similarly variable, with no clear relationship to
age. However, there was not enough data on CT
thorax scans, as we did not find any complete
DLP data for age groups 0 and 15.
Adding a delay scan in the abdomen/pelvis
during examination protocols has been proven
to increase the ED by 30%–50% in paediatric
patients. Two of the nine-delay pelvis scans were
conducted as ovarian cancer follow-up scans. The
delay pelvis scan was done only once for a new
case of ovarian teratoma in a 15-year-old girl.
The other five cases were done for follow up and

staging of hepatoblastoma, nephroblastoma or
osteosarcoma.
Even though the objective of performing a
delayed pelvis phase is to enhance visualisation
of the pelvic structures, this phase has been
omitted since this study and is reserved for
trauma cases with suspicion of urinary bladder
injury. We also advocated for a single-phase CT
abdomen/pelvis scan in all paediatric patients.
When there is any doubt regarding further
characterisation of liver or kidney lesions, which
require multiple phase CT imaging in adults,
the patient will be sent for magnetic resonance
imaging (MRI) which does not impose a
radiation burden.

Figure 3. CT abdominal scan of a 14-month-old child: (A) at the time of diagnosis using 100 kVp/100
mAs and (B) at 4 months follow-up using 100 kVp/50 mAs. The calculated EDs for these
examinations were: (A) 12.9 mSv and (B) 6.5 mSv. With the lower effective charge, the
image remains diagnostic, even though it is grainier, and most importantly it resulted in
significant dose reduction

Representative Institutions

Comparison of Effective Dose for
Pediatric CT Brain

Effective Dose (mSv)

Figure 4. Comparison of the effective doses for paediatric CT brain scans in our study and
representative institutions
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Comparison with Other Centres
CT brain
CT brain scans showed an inverse
proportional relationship between age and ED,
a similar trend to that shown in the Canadian
and German studies (9, 18). The results (Table 2)
showed that the mean ED for ages 1, 5 and 10
were the lowest among the centres (Figure 4).
For the 0-year-old group, the ED was slightly
higher than the Swiss and UK series (13, 19).
CT abdomen pelvis
The calculated mean ED for CT scans of
the abdomen and pelvis showed that the highest
dose was in age group 0 (newborn up to 3

months old) which was estimated to be 18.8 mSv.
The ED for this group ranged from 17.4 to 20.3
mSv. For this age group, the recommended CT
protocol was a spiral mode, using 80 kVp, and
an effective charge of 33 mAs. Instead, we used
a CT protocol of 100 kVp and effective charge
of 100 mAs. The resultant ED was the highest
among the centres, 13.1, 11.7, 10.5 and 13.7 mSv
for the Canadian, German, Swiss and UK studies,
respectively (9, 13, 18, 19).
In one case, follow-up for a right
nephroblastoma, we used two different CT
protocols as illustrated in Figure 3. The first CT
was conducted when the child was 14 months
old using 100 kVp/100 mAs; the follow-up
was approximately four months later using a

Table 2. Estimated dose for CT brain, CT abdomen/pelvis and CT thorax in this study compared to
other centres
CT examination
(a) CT brain

(b) CT abdomen/
pelvis

(c) CT thorax
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Age group Quantity

Ours

Canada (8)

German (18)

Swiss (19) UK (13)

0

DLP
ED

290
2.5

490
4.2

390
3.3

270
2.3

270
2.3

1

DLP
ED

290
1.5

680
3.6

520
2.8

420
2.2

470
2.5

5

DLP
ED

380
1.3

690
2.4

710
2.5

560
2.0

620
2.2

10

DLP
ED

500
1.2

740
2.0

920
2.4

1000
2.7

930
2.5

15

DLP
ED

420
0.8

730
1.4

NA
NA

NA
NA

NA
NA

0

DLP
ED

230
18.8

268
13.1

145
11.7

130
10.5

170
13.7

1

DLP
ED

240
12.9

370
11.1

255
13.1

300
15.4

250
12.9

5

DLP
ED

215
7.8

420
8.4

475
16.6

380
13.3

500
17.5

10

DLP
ED

303
8.6

595
8.9

500
12.3

500
12.3

560
13.8

15

DLP
ED

420
7.5

395
5.9

NA
NA

NA
NA

NA
NA

0

DLP
ED

–
–

40
2.8

55
3.9

110
7.8

200
14.1

1

DLP
ED

102
4.8

73
3.4

110
5.1

200
9.3

230
10.7

5

DLP
ED

140
4.2

118
3.7

210
6.6

220
6.9

370
11.6

10

DLP
ED

310
7.0

175
4.1

205
4.8

460
10.8

580
13.6

15

DLP
ED

–
–

193
2.8

NA
NA

NA
NA

NA
NA
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lower dose exposure of 100 kVp/50 mAs. The
calculated EDs for these examinations were
12.9 and 6.5 mSv, respectively. This shows a
significant reduction in the ED by almost 50%,
and illustrates how important it is to adapt the
dose setting according to age and body weight.
Given that CT scans of the abdomen
and pelvis showed a higher ED than other
CT protocols, we decided to examine the CT
parameters for each case. Surprisingly, we
observed that the majority of the cases did not
follow the CT parameters recommended by
Siemens. For example, for the 0-year-old group
(newborn to 3 months), 100 mAs/100 kV was
used instead of 33 mAs/80 kV. The average ED
for this group was 18.8 mSv. The rest of the age
groups showed relatively low EDs compared to
other centres. However, there were unnecessary
additional EDs from delay pelvis scans.
CT thorax
There are no data for 0- and 15-year-old
groups. The rest of the calculated EDs were lower
than in other studies, except for the 10-yearold group. Our EDs were higher than the values
derived by Thomas et al. in Canada, as well as
Galanski et al. in Germany (9, 19). To ensure
that paediatric CT examinations are carried
out in a dose-optimised fashion, Galanski et al.
recommended dose adaptation of the effective
charge setting (18). Table 2 summarises a
comparison of the ED in our study and those by
the aforementioned institutions.
Based on our results, we devised
institutional guidelines for radiation exposure
based on the as low as reasonably achievable
(ALARA) principle with reference to the
American College of Radiology (ACR) guidelines
and previous literature to reduce the radiation
dose in children (20, 21). We also stressed the
exclusion of the delayed pelvis phase from
routine CT scans of the abdomen and pelvis
except for cases related to urinary bladder injury.
We hope to achieve optimum CT examination
among paediatric patients with low dose
radiation exposure, without compromising the
diagnostic quality of the images.
Since the completion of this study, DLP
data for each scan series has been automatically
transferred to the picture archiving and
communication system (PACS). In the future,
we hope that the DLP values for multi-region
examinations will be recorded separately. The
DLP data that are summated across anatomical

regions are not meaningful for use in this
method of effective dose estimation. In order
to ensure that paediatric CT examinations are
carried out in a dose-optimised protocol, the
CT protocols recommended by Siemens should
be used, knowing that there has been increased
radiation dose awareness among CT scanner
manufacturers (21).
Limitation and Suggestion
Our study had several limitations. The most
important limitation is that we only have a small
sample compared to other centres, where studies
were conducted at a national paediatric centre or
as a cumulative study over several hospitals. The
DLP data were estimates generated by scanner
software, which depend on scan parameters. We
found that the DLP derived EDs are 14%–37%
lower than the phantom derived values (22).
We do not have gold standard direct dosimetry
data to compare. Perhaps, the next step is to
compare our data with ED estimates using an
anthropomorphic phantom. Nevertheless, in our
search for accuracy, this study is an estimate of
EDs and, more importantly, the values can be
used for comparative assessment and promotion
of dose-reduction strategies.

Conclusion
Despite the limitations discussed, we
believe that age- and region-specific DLP
conversion coefficients provide an accessible
and user-friendly method for ED estimation. An
inverse relationship between age and ED was
demonstrated in CT brain and CT abdomen/
pelvis scans. Our study displayed, generally
and comparatively, lower overall ED estimation
compared to other centres. We hope that these
data can be used to establish institutional
dose estimates, and to develop dose reduction
strategies in the future.
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